
 254   10  MIN.  CLEARANCE
254   10  UTIL ITY CLEARANCE

22.3
566.4

19.5
495.3

OPERATOR STATION
2027.5   79.8 HIGH

10 in .  MIN.  CLEARANCE
AT BACK FOR CABLES

23.6
600

32.0
812.2

35.4
900

21.0
533.4

32.0
812.2

POWER DISTRIBUTION BOX
[1003]  39.5  HIGH
(WALL MOUNTED) ON BOTTOM FOR CABLES

MECH.  PUMP
[396]  15 .6  HIGH

TO EXHAUST FLANGE

ALLOW [304]  12 CLEARANCE
FOR EXHAUST MUFFLER &

TUBING ON THIS  S IDE

20  f t .  x  1 .5  in .  O.D.
(STANDARD)

11.8
299.7

9.5
241.3

26.2
665.5

27.5
698.5

800.1
31.5

33.4
873

30.4
77323.6

600

39.0
991

CRYOPUMP
COMPRESSOR

8200
17/431

FC/BJD-2000
VACUUM CUBICLE
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